Intraocular Pressure Measurement by Radio Wave Telemetry

Amit Todani,1,2 Irmgard Beblau,1,3 Mark A. Fava,2 Fabiano Cade,1 Daniel G. Cherfan,2 Fouad R. Zakka,1 Frederick A. Jakobiec,1 Yuqing Gao,2 Claes H. Dohlman,1 and Samir A. Melki1,2

**PURPOSE.** To determine the biocompatibility of a new wireless intraocular pressure (IOP) transducer (WIT) in rabbit eyes and to correlate its measurements with other pressure-measuring devices.

**METHODS.** The WIT is a ring-shaped intraocular device that allows wireless IOP measurements through radiofrequency. It was implanted into six eyes of New Zealand White rabbits after extracapsular lens extraction. A sham rabbit eye with no transducer implanted was used as a control. The animals were observed and examined by microscopy at various intervals up to 25 months after surgery. IOP was measured at various intervals by pneumotonometry, tonometry, WIT, and manometry. The data from the various devices were compared and analyzed for reproducibility. Two eyes were enucleated at 5.5 and 20 months after implantation and analyzed by histology.

**RESULTS.** The WIT appears to be well tolerated in the rabbit eye, with no evidence of significant inflammation or scar formation by microscopic in vivo examination. Histology did not reveal intraocular inflammation or membrane formation. Repeated IOP measurements with pneumotonometry, tonometry, and the WIT resulted in SDs of 2.70 mm Hg, 3.35 mm Hg, and 0.81 mm Hg, respectively. The concordance between the WIT and direct manometry measurements was high. A downward drift in IOP measured by the WIT was noted in three rabbits, necessitating recalibration.

**CONCLUSIONS.** The WIT is well tolerated by the rabbit eye. Its measurements are reproducible and in close concordance with manometry. A downward IOP drift warrants further investigation.

**MATERIALS AND METHODS**

**Radio Wave Telemetry System**

Pressure sensors cells manufactured by surface micromachine techniques have been an enabling technology for miniaturized, highly reliable, and stable pressure sensors systems, as used in automotive and other technical and consumer applications. The wireless sensor system described in this article is based on such technology, adapted to the special requirements of a medical device. It is designed to make possible quasi-continuous measurements of IOP and patient self-monitoring.

The WIT transducer is a digital, ultra-miniature device that combines pressure-sensor, temperature-sensor, identification encoder, analog-to-digital converter, and telemetry into a monolithically integrated microelectromechanical system–application-specific integrated circuit (MEMS-ASIC) (Figs. 1, 2). The ASIC is based on complementary metal oxide semiconductor technology.

The system is powered by a reader unit (Fig. 3) that can be placed in proximity of the sensor (within 5 cm). The same reader unit picks up the digital data sent by the transponder implant. The implant itself does not require a battery. The telemetry coil (microcoil) is required for power supply by inductive coupling to an external magnetic field generator; the inductive link is also used for digital data transmission. The inductive link is established to the hand-held external reader device. The sensor signal is converted from analog to digital information, making the data transmission link immune to electromagnetic interference or variations in the geometry (e.g., distance) between the implant and the external reader device.

Materials used for the electronic components were selected to be biocompatible or inert. The ASIC is bonded to a circular microcoil antenna made of gold. Both the ASIC and the antenna are hermetically encapsulated in biocompatible, platinum-cured silicone rubber material, which makes up the entire surface of the implant. The implant is designed to remain in vivo indefinitely.

From the 1Massachusetts Eye and Ear Infirmary, Harvard Medical School, Boston, Massachusetts; and the 2Boston Eye Group, Boston Massachusetts.

These authors contributed equally to the work presented here and should therefore be regarded as equivalent authors.

Supported by the Keratoprosthesis Fund, Massachusetts Eye and Ear Infirmary, Boston, Massachusetts.

Submitted for publication May 15, 2011; revised September 24, 2011; accepted October 14, 2011.

Disclosure: A. Todani, None; I. Beblau, None; M.A. Fava, None; F. Cade, None; D.G. Cherfan, None; F.R. Zakka, None; F.A. Jakobiec, None; Y. Gao, None; C.H. Dohlman, None; S.A. Melki, None

Corresponding author: Samir Melki, Massachusetts Eye and Ear Infirmary, Harvard Medical School, 1101 Beacon Street 6W, Brookline MA 02445; samir_melki@meei.harvard.edu.

Copyright 2011 The Association for Research in Vision and Ophthalmology, Inc.

9573
The outside diameter of the transponder disc is only 11.3 mm, the inside diameter is 7 mm, its thickness is 0.9 mm, and the weight is 0.1 g.

IOP is measured by an array of capacitive pressure sensors. These sensors, in a simplistic model, can be visualized as composed of two parallel plates: a thin flexible membrane that is indented by the IOP and a thicker rigid base. The surface-micromachined pressure sensor cells (Fig. 2) exhibit properties very similar to those of basic plate capacitors. When the cell membrane is mechanically deflected by pressure changes, the capacity of the cell changes because of the change in distance between the “plates.” This results in an analog signal that is proportional to the absolute pressure within the eye. The cell structures are an integral part of an accurate but low-power analog-to-digital converter circuit, which enables the ASIC to generate a fail-safe and checksum-secure data telegram. To yield highly accurate readings, an array of eight pressure sensor cells is switched in parallel.

The capacitance between two parallel plates is given by the equation $C = \varepsilon A/d$, where $C$ refers to the capacitance, $\varepsilon$ refers to the product of the dielectric constant ($\varepsilon_r$) and the electric constant ($\varepsilon_0$) of the medium between the plates, $A$ refers to the area of the plates, and $d$ refers to the distance between the plates. The membrane, which is indented by the IOP, changes the distance ($d$) between itself and the rigid base, resulting in a capacitance change. The capacitive pressure sensor ($C$) is integrated with an inductor ($L$) to form an LC resonant circuit. The magnitude of the capacitance change is measured digitally and transmitted externally by radiofrequency. As stated, the IOP is then...
A soft contact lens with a 16-mm base curve (Plano; Kontur Lens Co Inc, Hercules, CA) was placed until the sutures were removed. For transducers T3, T4, and sham, a 10- to 12-mm limbal incision. The crystalline lens was extracted manually through an anterior capsulorrhexis either open-sky (T1, T2) or by a manual extracapsular cataract extraction technique (T3-T6). The transducers either were placed in the ciliary sulcus (T1, T2, T4, T5, T6) or were suspended into the vitreous cavity (T3) after suturing to the sclera ab interno with 9-0 polypropylene sutures (Prolene; Ethicon, Somerville, NJ) (Table 2). For transducers T3, T4, and sham, a posterior capsulotomy and a limited core manual vitrectomy were performed. All the transducers were fully functional and calibrated with the exception of transducer T4, which was a noncalibrated, actively transmitting transducer with the same structure and design as the other transducers (sham transducer). In one rabbit (no transducer, sham surgery), the crystalline lens was removed using an extracapsular cataract extraction technique, but no implant was placed. The surgical wounds (limbal or corneal) were closed with interrupted 10-0 black monofilament nylon sutures (Ethicon), which were removed after 2 weeks. A soft contact lens with a 16-mm base curve (Plano; Kontur Contact Lens Co Inc, Hercules, CA) was placed until the sutures were removed.

### Results from In Vitro Drift Studies Performed by Implandata GmbH

<table>
<thead>
<tr>
<th>Specimen</th>
<th>Actual Drift</th>
<th>Calculated Drift</th>
<th>Calculated Drift Rate (p.a.)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>-3.84</td>
<td>-3.29</td>
<td>-2.33</td>
</tr>
<tr>
<td>2</td>
<td>-3.21</td>
<td>-3.28</td>
<td>-2.32</td>
</tr>
<tr>
<td>3</td>
<td>-2.23</td>
<td>-2.52</td>
<td>-1.79</td>
</tr>
<tr>
<td>4</td>
<td>-3.85</td>
<td>-4.02</td>
<td>-2.85</td>
</tr>
<tr>
<td>5</td>
<td>-5.66</td>
<td>-5.91</td>
<td>-2.77</td>
</tr>
<tr>
<td>6</td>
<td>-2.88</td>
<td>-3.79</td>
<td>-2.69</td>
</tr>
<tr>
<td>Average</td>
<td>-3.28</td>
<td>-3.47</td>
<td>-2.46</td>
</tr>
<tr>
<td>SD</td>
<td>0.64</td>
<td>0.56</td>
<td>0.40</td>
</tr>
</tbody>
</table>

All values are in mm Hg. Six WIT devices were soaked in saline for a period of 515 days at a temperature of 36°C and an absolute test pressure of 1000 hPa. The calculated drift refers to the actual drift adjusted for signal noise. The calculated drift rate per year was 2.46 mm Hg. Results show an average drift of 3.47 mm Hg over the test period. The calculated drift rate per year was 2.46 mm Hg (Table 1) (unpublished data, Implandata GmbH, 2007–2009).

### Animals

The study protocol was approved by the Institutional Animal Care and Use Committee of the Massachusetts Eye and Ear Infirmary (Boston, MA) and was in conformance with the ARVO Statement for the Use of Animals in Ophthalmic and Vision Research. The New Zealand White rabbits (Millbrook Farm Breeding Laboratory, Amherst, MA) used in this study weighed between 4 and 5 kg, were identified by an ink mark in the ear, and were housed in separate cages under standard conditions (humidity- and temperature-controlled room, 12-hour light/12-hour dark cycle).

### Implantation of Transducers

For the purpose of our study, all transducers were sterilized with ethylenoxide. All transducers were implanted under aseptic conditions in a dedicated animal operating room using a surgical microscope (OPMI 700; Carl Zeiss Surgical GmbH, Oberkochen, Germany). Anesthesia was composed of ketamine HCl 35 mg/kg (Ketaject; Vedco Inc., St. Joseph, MD) and xylazine HCl 10 mg/kg (Transqued; Vedco Inc.) administered intramuscularly 15 minutes before surgery. In addition, 2 drops of topical proparacaine hydrochloride 0.5% eyedrops (Alcaine; Alcon, Fort Worth, TX) were instilled into the conjunctival sac of the eye before the procedure. The lids were sterilized with 5% povidone-iodine solution. Polymyxin B/trimethoprim ophthalmic solution (Polytrim; Allergan, Inc., Irvine CA) was given immediately before surgery. The animals were placed in a laterally recumbent position for surgery and kept warm with a heating pad. Transducers were numbered consecutively from T1 to T6 according to the chronological order of implantation (Table 2). T1 and T2 were implanted through a corneal autograft (size of corneal button: 5.5 mm in T1 and 7.0 mm in T2), whereas the transducers from T3 through T6 were implanted through a 10- to 12-mm limbal incision. The crystalline lens was extracted manually through an anterior capsulorrhexis either open-sky (T1, T2) or by a manual extracapsular cataract extraction technique (T3-T6). The transducers either were placed in the ciliary sulcus (T1, T2, T4, T5, T6) or were suspended into the vitreous cavity (T3) after suturing to the sclera ab interno with 9-0 polypropylene sutures (Prolene; Ethicon, Somerville, NJ) (Table 2). For transducers T3, T4, and sham, a posterior capsulotomy and a limited core manual vitrectomy were performed.

All the transducers were fully functional and calibrated with the exception of transducer T4, which was a noncalibrated, actively transmitting transducer with the same structure and design as the other transducers (sham transducer). In one rabbit (no transducer, sham surgery), the crystalline lens was removed using an extracapsular cataract extraction technique, but no implant was placed. The surgical wounds (limbal or corneal) were closed with interrupted 10-0 black monofilament nylon sutures (Ethicon), which were removed after 2 weeks. A soft contact lens with a 16-mm base curve (Plano; Kontur Contact Lens Co Inc, Hercules, CA) was placed until the sutures were removed.

### Surgical Approach for Placement of the WIT Transducer in Each Rabbit

<table>
<thead>
<tr>
<th>Animal</th>
<th>Wound</th>
<th>Location</th>
<th>Vitrectomy</th>
<th>Posterior Capsulotomy</th>
</tr>
</thead>
<tbody>
<tr>
<td>T1</td>
<td>5.5-mm Corneal autograft</td>
<td>Sulcus</td>
<td>No</td>
<td>No</td>
</tr>
<tr>
<td>T2</td>
<td>7.0-mm Corneal autograft</td>
<td>Sulcus</td>
<td>No</td>
<td>No</td>
</tr>
<tr>
<td>T3</td>
<td>Limbus</td>
<td>Vitreous</td>
<td>Yes</td>
<td>Yes</td>
</tr>
<tr>
<td>T4†</td>
<td>Limbus</td>
<td>Sulcus</td>
<td>Yes</td>
<td>Yes</td>
</tr>
<tr>
<td>Sham†</td>
<td>Limbus</td>
<td>None</td>
<td>Yes</td>
<td>Yes</td>
</tr>
<tr>
<td>T5</td>
<td>Limbus</td>
<td>Sulcus</td>
<td>No</td>
<td>No</td>
</tr>
<tr>
<td>T6</td>
<td>Limbus</td>
<td>Sulcus</td>
<td>No</td>
<td>No</td>
</tr>
</tbody>
</table>

† “Sham” rabbit had no transducer implanted.
removed. To prevent the loss of the contact lens, a lateral partial tarsorrhaphy with 6-0 Vicryl sutures (Ethicon) was performed. The tarsorrhaphy was released after the contact lens and sutures were removed (2–4 weeks). Topical antibiotics (polymyxin B/thrimethoprim ophthalmic solution USP [Polymyxin; Allergan, Inc., Irvine, CA]) and steroid (prednisolone acetate 1% ophthalmic suspension [Pred Forte; Allergan, Inc.]) were administered immediately after surgery and then once daily for 4 to 6 months. The eyes were grossly examined daily in the first month; this was followed by portable slit lamp microscopy when IOP measurement sessions were conducted.

Telemetric, Tonometry, and Pneumotonometer IOP Measurements

The animals were sedated to minimize sympathetic responses affecting the IOP, which has been reported to occur with animal restraining and with contact tonometry.\textsuperscript{13} Attempts to obtain measurements in undated animals were not successful. Given that the reader device has to be within 5 cm of the transducer, this led the frightened animals to forcefully squeeze their eyes, leading to erratic IOP readings. With the sedated animals in the lateral recumbent position, the reader was activated as described, and a series of 12 measurements was taken over a 2-minute period. An average IOP value was then displayed on a 3-digit, 7-segment display screen. These values were stored within the device allowing future download to a separate computer for further tabulation and analysis. Tonometry (Tono-Pen; Medtronic Solan, Jacksonville, FL) and pneumotonometer (model 30-Classic; MentorO&O, Norwell, MA) measurements were performed at the same session. Each device was used to obtain a series of 12 readings.

Manometry Obtain Comparison

Direct manometric measurement is considered the gold standard in assessing IOP.\textsuperscript{13} We compared the readings obtained from the WIT transducer to those obtained by manometry in four rabbits. The rabbits were anesthetized as described, and the procedure was performed under aseptic conditions. A 21-gauge needle was connected to a balanced salt solution (BSS)-filled syringe fitted with a double stopcock Luer-lock. This was connected to a pressure transducer (Harvard Apparatus, South Natick, MA). If needed, the transducer was calibrated to zero before the procedure. The needle was then introduced through the cornea until it reached the mid-anterior chamber.

Measurements were then recorded simultaneously with the manometer and with the WIT transducer. BSS was slowly injected intracocularly to raise the IOP to a maximum value of 60 mm Hg. The injection was paused for approximately 10 seconds while manometric and WIT measurements were recorded simultaneously. This was necessary because it takes approximately 5 seconds for the WIT to display the IOP reading from the moment the trigger for measurement is activated. The pressure was then allowed to fall passively while data were being collected from the two devices in a similar fashion. This was repeated until the desired number of measurements was obtained.

Histori

Eyes of two rabbits, T5 and T2, were enucleated at 5.5 and 20 months after implantation, respectively. Globe integrity was preserved, and the specimens were placed in 4% formaldehyde in phosphate-buffered solution. Dissection was subsequently performed by a transversal cut at the equator, allowing a posterior view of the transducer. Photographs were taken. A transversal cut above the iris was performed when needed to visualize the anterior aspect of the transducer. The transducer was removed and the part of the eye enclosing it was processed and embedded in paraffin. Histologic sections were examined using hematoxylin and cosin, periodic acid-Schiff, and trichome stains.

Statistical Analysis

Reproducibility of WIT was ascertained through the assessment of its measurement variability relative to the Tono-Pen (Medtronic Solan) and the pneumotonometer within each animal as well as across all animals (Table 3). Low variability, quantified by the SD of individual measures from their overall mean, is indicative of high reproducibility. Pooled SD estimates were calculated for all three instruments for individual rabbits. Additionally, an overall pooled SD estimate was computed. Using the Brown-Forsythe test of equality of variances,\textsuperscript{14} the probability of WIT SD exceeding that of the Tono-Pen and the pneumotonometer was computed for each animal and for all animals simultaneously. Small P values corresponded to significantly higher reproducibility of WIT values compared with those of the Tono-Pen and the pneumotonometer.

The accuracy of WIT was determined with respect to the gold standard of manometry. Accuracy is a composite measure of bias and precision.\textsuperscript{15} Pearson’s correlation coefficient \( r \), which quantifies the variance of WIT values around the line of best fit, derived from linear regression of manometry pressures on those obtained with WIT, was used as a measure of precision. Bias was evaluated using the bias correction factor \( C_b \),\textsuperscript{16} which reflects the proximity of the line of best fit to the reference line with an intercept of 0 and slope of 1. The reference line represents the situation in which WIT values are identical with those of manometry at all pressures. Accuracy was determined with Lin’s concordance correlation coefficient \( \rho_c \),\textsuperscript{16} which quantifies the variation of the observed data from the reference line. Values of \( r \), \( C_b \), and \( \rho_c \) close to 1 indicate high precision, low bias, and high accuracy, respectively.

RESULTS

The main goal of the study was to examine the safety and biocompatibility of the WIT transducer in the rabbit eye. In the immediate postoperative period, both the transducer and the surgical sham groups demonstrated transient mild anterior chamber inflammation consistent with the procedure performed. Examinations with a portable slit lamp revealed no

<table>
<thead>
<tr>
<th>Animal</th>
<th>Pneumotonometer</th>
<th>Tono-Pen</th>
<th>WIT</th>
<th>( P ) (WIT &gt; pneumotonometer)</th>
<th>( P ) (WIT &gt; Tono-Pen)</th>
</tr>
</thead>
<tbody>
<tr>
<td>T1</td>
<td>4.65</td>
<td>4.85</td>
<td>1.09</td>
<td>&lt;0.001</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>T2</td>
<td>2.58</td>
<td>4.52</td>
<td>0.81</td>
<td>&lt;0.001</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>T3</td>
<td>1.27</td>
<td>1.76</td>
<td>0.64</td>
<td>0.003</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>T5</td>
<td>0.59</td>
<td>1.71</td>
<td>0.69</td>
<td>0.086</td>
<td>0.011</td>
</tr>
<tr>
<td>T6</td>
<td>1.92</td>
<td>0.94</td>
<td>0.74</td>
<td>0.011</td>
<td>0.286</td>
</tr>
<tr>
<td>Pooled</td>
<td>2.70</td>
<td>3.35</td>
<td>0.81</td>
<td>&lt;0.001</td>
<td>&lt;0.001</td>
</tr>
</tbody>
</table>

Each value represents the IOP standard deviation derived from multiple sessions each consisting of 12 consecutive readings. Rightmost columns denote the probability of WIT standard deviation exceeding that of the corresponding instruments.
evidence of fibrinous reaction, membrane formation, or chronic uveitis in any eye at several intervals during the follow-up period. There was mild perilimbal congestion in all the operated eyes that was similar in intensity between the sham and transducer groups (Fig. 4). Eyes that underwent corneal autografts showed more corneal neovascularization compared with eyes in which the transducer was implanted through a limbal approach.

Enucleation, gross pathology, and histologic examinations were performed on T2 and T5 at 20 and 5.5 months after implantation, respectively. There was no evidence of gross intraocular inflammation, membrane formation, or transducer encapsulation (Figs. 5A, 5B, 5C). In rabbit T2 (not shown), residual cortical material was noted on the posterior (nonsens- ing) aspect of the implant.

Histopathologic evaluation of the eyes studied after explana- tion of the metallic sensor device did not reveal any sig- nificant inflammatory reaction. The corneas, ciliary processes, and artificiately detached retina did not display any discernible pathology or inflammation. Descemet’s membrane was devoid of irregularities and was lined by plump, vacuolated endothelial cells without adherent inflammatory cells (Fig. 5B). The nonpigmented iris and ciliary body stromas were both anatomically intact and noninflamed. The lens capsule with its assumed rectangular shape received inserting zonular fibers but exhibited a focal equatorial interruption near the papillary zone with outward migration of persistent subcapsular lens epithelium toward the pupillary region. A few scattered inflam- matory cells were present next to the cells emerging through the capsular rupture (Fig. 5C). The second specimen (not illustrated) studied microscopically displayed more marked fi- brosis surrounding the transducer as a result of a significant amount of fibrous metaplasia of more numerous residual len- ticular subcapsular cells; this was due to a suboptimal and incomplete lenticular extraction. However, inflammation was again not apparent in the contiguous ocular tissues or in the vitreous cavity of this eye, which was examined 20 months after the original implantation of the device.

The second goal of the study was to verify the reproduc- ibility and accuracy of the IOP measurements recorded by the WIT transducer. Table 3 shows excellent reproducibility, evid- enced by small pooled SDs of the measurements obtained in all rabbits at any individual date of examination. Thus, at each data point, the IOP variation between a minimum of 12 mea- surements was found to be very small (Table 3).

The readings obtained by the transducer were initially com- pared with those obtained by two other measures, Tono-Pen (Medtronic Solan) and pneumotonometer. The WIT had significantly smaller variability than pneumotonometer and Tono-Pen for rabbits T1, T2, and T3 (P < 0.001), but not for rabbits T5 and T6 (P = 0.686 and P = 0.286). The WIT showed more consistency in its measurement of IOP in all five rabbits, with significantly smaller pooled SD (P < 0.001) in its measure- ments across all data sets. The average inter-occasion SD for IOP measurement in each rabbit was 2.70 mm Hg, 3.35 mm Hg, and 0.81 mm Hg for the pneumotonometer, the Tono-Pen, and the WIT, respectively (Table 3).

A drift in IOP measurements was noted by the WIT com- pared with pneumotonometry and tonometry. The drift was suspected when lower measurements were recorded com- pared with the two other devices without an apparent change in the clinical conditions. When drift was noted, calibration was performed as an offset calibration through reprogramming of the external reader device using pneumotonometer and Tono-Pen (Medtronic Solan) readings in sedated animals as a reference value unless manometry data were available.

After the initial calibration, all WIT sensors but one (T1) remained relatively stable compared with the pneumotonom- eter and Tono-Pen (Medtronic Solan). Although the IOP measure- ments from the two devices are not accurate in rabbits, they were the best available reference until manometry was performed.

After relative measurement stability for about 1 year of implantation, T1 suddenly markedly drifted downward at a rate of approximately 2 mm Hg/month. This trend was stopped when manometry was performed in this eye, with the sensor remaining stable afterward. T2 was the second rabbit in which drift was noted. T2 remained stable compared with pneumo- tonometry but showed a sudden drop in readings after approxi- mately 1.5 years (at 608 days). Calibration was performed at the beginning of the manometry experiment.

From a clinical perspective, the manometry value must be considered the true value of IOP. Figure 6 illustrates the com-parison between IOP measurements collected by the trans- ducer versus manometry in rabbits T1, T2, T3, and T5. The WIT recordings exhibited high concordance with those simul- taneously gathered by manometry over a wide range of IOP values. As noted, recalibration of the WIT was performed at the beginning of the experiment when needed. Pearson’s correla- tion coefficient values ranged from 0.984 to 0.999; values of the bias correction factor varied between 0.985 and 0.998, whereas those of Lin’s concordance correlation coefficient were found to lie between 0.984 and 0.996 for the four rabbits (Fig. 6).

**DISCUSSION**

Telemetric IOP measurement offers several advantages com- pared with standard applanation tonometry. It allows monitor-
were on average 5 to 12 mm Hg higher than IOP at office visits. Mosaed et al.\textsuperscript{20} reported that peak IOP occurs outside normal office hours as in many as two-thirds of glaucoma patients. Better recording of patient adherence with medication may be obtained if patients are asked to measure their IOP every time they place their required pressure-lowering eyedrops.

Implanted devices to measure IOP in animals have been reported in the literature from as early as the late 1960s.\textsuperscript{21,22} It is only recently that advances in electronics and biomaterial engineering have encouraged numerous attempts to develop a safe, completely implantable IOP sensor encased in a biocompatible material. Blumenthal et al.\textsuperscript{23} demonstrated a technique for direct intraoperative measurement of IOP. Blumenthal’s system for IOP measurement consisted of a relatively simple setup wherein the IOP was transmitted from the eye to an external transducer through a liquid column within a catheter and was displayed on a monitor. Since then, numerous other animal studies dealing with implantable sensors have been published, and there has been a gradual increase in the level of sophistication and miniaturization of these sensors. Three important studies have significant relevance to ours. McLaren et al.\textsuperscript{24} placed a fluid-filled catheter into the anterior chamber of the rabbit’s eye and connected it to an external sensor that was placed subcutaneously on the back of the neck. They were the first group to report having used a commercially available device originally designed to monitor blood pressure (Data Sciences International, St. Paul, MN). The group successfully recorded IOP for several days. Their study was limited by the battery life of the transducer and a high risk for introducing intraocular infection caused by the presence of an externally communicating catheter, precluding its use for human implantation. Similarly, Schnell et al.\textsuperscript{25} were able to measure continuous IOP by telemetry through an intravitreous cannula in Albino rabbits. Walter et al.\textsuperscript{26} were the first group to report using a completely silicone-encapsulated IOP transducer in rabbit eyes. They used a miniaturized capacitive pressure sensor that was manufactured using micro machinery techniques. The energy supply of the transponder was realized using electromagnetic coupling between the transponder and an external readout device. Their transponder disc, however, was still fairly large (18-mm diameter, 2.5-mm thick) and not suitable for human implantation. To the best of our knowledge, ours is the first report of an intraocular radio wave pressure-sensor transducer designed for possible human use.

The present study established that there is a high degree of biocompatibility between the rabbit eye and the implanted transducer. Sequential clinical evaluations of the animals determined that the rapid healing after ocular surgery led to an accompanying subsidence of external signs of inflammation, particularly conjunctival hyperemia and circumciliary flush that did not recrudesces. Histopathologically, not even trace evidence of a persistent polymorphonuclear leukocytic reaction was detected. Instead, in the two eyes examined microscopically, the transducer had been securely placed within the lens capsule (“in the bag”). In the first eye, a very light diaspora of mononuclear inflammatory cells was discovered near the lens capsule and in the nearby vitreous, where small clusters or cords of proliferating subcapsular lens epithelial cells emerged from a focal rupture in the capsule. In the second eye examined microscopically, despite the absence of significant anterior segment inflammation, suboptimal surgery had been performed in terms of leaving an excess of lens epithelium left behind. These cells underwent robust fibrous metaplasia that created a thicker, uninfamed fibrous membrane that invested the transducer.

The WIT sensor and antenna are made of potential irritants such as gold, silicone, polyimide, and traces of other materials. Potential leakage through the silicone sleeve is possible if the

**FIGURE 5.** (A) Posterior view of the transducer implanted in rabbit T5. The transducer had been implanted 5.5 months earlier. After fixation in formalin, the eye was cut transversally at the equator. The device can be seen lodged in the ciliary sulcus. No fibrotic membranes are noted. (B) Histopathologic features of the anterior segment of the eye (C). The cornea (C) lacks adherent inflammatory cells in the stroma and at the level of Descemet’s membrane (D). The vascularized ciliary processes (CP) are also devoid of inflammatory cells. The transducer was removed before sectioning and left a quadrangular cavity (TdC) wherein the explanted transducer resided and was delimited by the lens capsule (LC). The retina (R) has been artifactiously detached and lacks any associated inflammatory cells or exudate. (C) Minimal dispersion of mononuclear inflammatory cells (arrows) adjacent to the ruptured lens capsule and surrounding small cords of proliferating lens epithelial cells that have migrated outside the capsule into the adjacent vitreous cortex. Hematoxylin and eosin. (B) ×25. (C) ×400.
hermeticity of the device is disrupted. Studies by Donaldson show that silicone rubber encapsulations can be functional for more than 20 years. There is no evidence that the hermeticity of the device was invaded throughout the 25 months of our study. This is consistent with the in vitro studies communicated by Implandata GmbH.

The WIT measurements were tested for reproducibility by taking 12 readings at every data point. The data collected showed excellent reproducibility. The WIT consistently demonstrated smaller variation in IOP measurements at and between any experimental data point than the pneumotonometer and the Tono-Pen (Medtronic Solan). Unfortunately, the IOP measurements with the Tono-Pen and the pneumotonometer resulted in scattered values for unknown biological reasons and had to be deemed noncontributory. This is consistent with other studies in which the pneumotonometer and the Tono-Pen were found to have low reliability in rabbits.

Manometry readings proved to be of much greater value. Manometer concordance should give the “true value” of the IOP and is considered the most reliable method to validate the IOP measurements. Experiments designed to evaluate the concordance of the WIT with manometry showed excellent association between the two devices as late as 20 months after implantation.

One limitation of the device is a drift in IOP measurement noted over time. A downward trend in IOP measurement was noted in two rabbits. Concordance with manometry was still significant despite the need for recalibration in these rabbits. It is unclear why some of the implanted devices exhibited drift while others were stable. The drift observed in our study was not consistent with that in the in vitro study performed by Implandata GmbH (unpublished data, 2007–2009). We speculate that this could be related to sensor disruption by the fibrous metaplasia of the lens epithelial cells observed by histology or to external pressure forces due to the smaller rabbit eye. The ultimate plan is to monitor implanted devices in humans for accuracy, precision, and drift through direct comparison with Goldman applanation tonometry. This will allow a more detailed characterization of the IOP-measuring properties of the WIT. This may necessitate periodic comparison and calibration until stability is achieved.

In summary, we have demonstrated that the WIT IOP transducer is biocompatible in rabbit eyes without signs of toxicity for up to 25 months. Concordance with manometry data dem-

**Figure 6.** IOP correlation between the WIT transducer and manometry (after recalibration). Reference line (dashes) has an intercept of 0 and a slope of 1. 95% CI refers to the confidence band around the line of best fit, derived from linear regression of manometry pressures on those obtained with WIT. \( r \) denotes Pearson’s correlation coefficient. \( C_b \) represents the bias correction factor. \( \rho_c \) is the concordance correlation coefficient. In these data, all values of \( r \), \( C_b \), and \( \rho_c \) exceed 0.98, implying excellent precision and low bias of WIT measurements as well as its high concordance with manometry.

---

\( \begin{align*}
  \text{Transducer T1} & \quad \begin{array}{cc}
    r = 0.998 & C_b = 0.991 \\
    \rho_c = 0.988
  \end{array} \\
  \text{Transducer T2} & \quad \begin{array}{cc}
    r = 0.999 & C_b = 0.997 \\
    \rho_c = 0.996
  \end{array} \\
  \text{Transducer T3} & \quad \begin{array}{cc}
    r = 0.984 & C_b = 0.985 \\
    \rho_c = 0.984
  \end{array} \\
  \text{Transducer T5} & \quad \begin{array}{cc}
    r = 0.994 & C_b = 0.998 \\
    \rho_c = 0.992
  \end{array}
\end{align*} \)
onstrated transducer drift over time, necessitating recalibration. Once recalibrated, the device showed strong concor-
dance with intraocular manometry over a wide range of
pressures. Considering the ease of recalibration, the device
should be ready for human testing.

Acknowledgments

The authors thank Jim H. Ware and Alexander Grigorenko (Harvard
School of Public Health, Boston, MA) for their statistical assistance, and
Stefan Meyer and Max G. Ostermeier for the sharing of unpublished
data (Implandata GmbH, Hannover, Germany).

References

1. Nduaguba C, Lee RK. Glaucoma screening: current trends, eco-
2006;17(2):142–152.
2. Konstas AG, Irkec MT, Teus MA, et al. Mean intraocular pressure
and progression based on corneal thickness in patients with ocular
3. Pourjavan S, Boghossian P, Detry-Morel M. Comparison of the
quality score of intraocular pressure and ocular pulse amplitude
values measured by the pascal dynamic contour tonometer. Int
ocular response analyser, Pascal and Tono-pen XL tonometry in
1661–1665.
5. Salvetat ML, Zeppieri M, Tosoni C, Brusini P. Comparisons be-
tween Pascal dynamic contour tonometry, the Tono-pen, and
Goldmann applanation tonometry in patients with glaucoma. Acta
6. Elsheikh A, Alhasso D, Pye D. Goldmann tonometry correction
111013.
7. Khan B, Dagher M, Dohlman CH. Keratoprosthesis. In: Albert and
Jakobiec’s Principles and Practice of Ophthalmology. 3rd ed.
8. Sit AJ. Continuous monitoring of intraocular pressure: rationale
and progress toward a clinical device. J Glaucoma. 2009;18(4):
272–279.
9. Sit AJ, Liu JH. Pathophysiology of glaucoma and continuous mea-
57–69.
of intraocular pressure in 24-hour telemonitoring compared to
tonometry during normal office hours. Klin Monbl Augenheilkd.
11. Kakaday T, Hewitt AW, Voelcker NH, Li JS, Craig JE. Advances in
telemetric continuous intraocular pressure assessment. Br J Ophi-
12. Dinslage S, McLaren J, Brubaker R. Intraocular pressure in rabbits
by telemetry, II: effects of animal handling and drugs. Invest
13. Ohashi M, Aihara M, Saeki T, Araie M. Efficacy of TonoLab in
detecting physiological and pharmacological changes in rat intra-
ocular pressure: comparison of Tono-pen and microneedle ma-
15. Nita M, Ellis MA, Madden LV. Reliability and accuracy of visual
estimation of phomopsis leaf blight of strawberry. Phytopathol-
16. Lin LI. A concordance correlation coefficient to evaluate reproduc-
17. Kotecha A, White E, Schloemann PG, Garway-Heath DF. Intraoc-
ular pressure measurement precision with the Goldmann applan-
ation, dynamic contour, and ocular response analyzer tonometers.
Hypertension Treatment Study Group. Variability of intraocular
pressure measurements in observation participants in the ocular
724.
19. Hughes E, Spy P, Diamond J. 24-hour monitoring of intraocular
pressure in glaucoma management: a retrospective review. J Glau-
20. Mosaed S, Liu JH, Weinreb RN. Correlation between office and
peak nocturnal intraocular pressures in healthy subjects and glau-
21. Collins CC. Miniature passive pressure transensor for implanting
22. Cooper RL, Beale DG, Constable IJ. Passive radiotonometry of
intraocular pressure in vivo: calibration and validation of continual
scleral guard-ring applanation transensors in the dog and rabbit.
23. Blumenthal M, Cahane M, Ashkenazi I. Direct intraoperative con-
24. McLaren JW, Brubaker RF, FitzSimon JS. Continuous measurement
of intraocular pressure in rabbits by telemetry. Invest Ophthalmol
pressure by telemetry in conscious, unrestrained rabbits. Invest
completely encapsulated intraocular pressure sensor. Optbaltmic Res.
27. Donaldson PE. Aspects of silicone rubber as encapsulant for neu-
pressure in rabbits with commonly used tonometers. Ophthalmic
for measuring intraocular pressure in rabbits. Invest Ophthalmol
30. Al Mubrad TM, Ogbuehi KC. The effect of repeated applanation
529.