Accuracy of Noncycloplegic Retinoscopy, Retinomax Autorefractor, and SureSight Vision Screener for Detecting Significant Refractive Errors

Marjean Taylor Kulp,1 Gui-shuang Ying,2 Jiayan Huang,2 Maureen Maguire,2 Graham Quinn,3 Elise B. Ciner,3 Lynn A. Cyert,5 Deborah A. Orel-Bixler,6 and Bruce D. Moore7

1The Ohio State University College of Optometry, Columbus, Ohio
2University of Pennsylvania, Philadelphia, Pennsylvania
3Children’s Hospital of Pennsylvania, Philadelphia, Pennsylvania
4Pennsylvania College of Optometry at Salus University, Elkins Park, Pennsylvania
5Northeastern State University, Oklahoma College of Optometry, Tahlequah, Oklahoma
6University of California Berkeley School of Optometry, Berkeley, California
7New England College of Optometry, Boston, Massachusetts

Correspondence: Marjean Taylor Kulp, The OSU College of Optometry, 338 West Tenth Avenue, Columbus, OH 43210; kulp.6@osu.edu.
Submitted: October 13, 2013
Accepted: January 21, 2014

Abstract

PURPOSE. To evaluate, by receiver operating characteristic (ROC) analysis, the ability of noncycloplegic retinoscopy (NCR), Retinomax Autorefractor (Retinomax), and SureSight Vision Screener (SureSight) to detect significant refractive errors (RE) among preschoolers.

METHODS. Refraction results of eye care professionals using NCR, Retinomax, and SureSight (n = 2588) and of nurse and lay screeners using Retinomax and SureSight (n = 1452) were compared with masked cycloplegic retinoscopy results. Significant RE was defined as hyperopia greater than +3.25 diopters (D), myopia greater than 2.00 D, astigmatism greater than 1.50 D, and anisometropia greater than 1.00 D interocular difference in hyperopia, greater than 3.00 D interocular difference in myopia, or greater than 1.50 D interocular difference in astigmatism. The ability of each screening test to identify presence, type, and/or severity of significant RE was summarized by the area under the ROC curve (AUC) and calculated from weighted logistic regression models.

RESULTS. For detection of each type of significant RE, AUC of each test was high; AUC was better for detecting the most severe levels of RE than for all REs considered important to detect (AUC 0.97–1.00 vs. 0.92–0.95). The area under the curve of each screening test was high for myopia (AUC 0.97–0.99). Noncycloplegic retinoscopy and Retinomax performed better than SureSight for hyperopia (AUC 0.92–0.99 and 0.90–0.98 vs. 0.85–0.94, P < 0.02), Retinomax performed better than NCR for astigmatism greater than 1.50 D (AUC 0.95 vs. 0.90, P = 0.01), and SureSight performed better than Retinomax for anisometropia (AUC 0.85–1.00 vs. 0.76–0.96, P ≤ 0.07). Performance was similar for nurse and lay screeners in detecting any significant RE (AUC 0.92–1.00 vs. 0.92–0.99).

CONCLUSIONS. Each test had a very high discriminatory power for detecting children with any significant RE.

Keywords: vision screening, refractive error, children’s vision problems

Significant refractive errors are the most prevalent and treatable vision problems in preschool children.1 A high prevalence of refractive error in young children has been established.2–10 Previous literature and clinical practice guidelines have identified an association between significant refractive error and amblyopia and strabismus.8,11–18 Research has also revealed educational and cognitive implications of uncorrected hyperopia.19–22 Therefore, significant refractive error is important to detect with vision screening.23–26

The Vision In Preschoolers (VIP) Study Group showed that screening tests of refraction (noncycloplegic refraction [NCR], Retinomax autorefractor [Retinomax], and SureSight Vision Screener [SureSight]) had excellent testability and performed best in identifying preschool children with VIP-targeted vision disorders, including significant refractive error, strabismus, and amblyopia.23 Furthermore, the VIP Study Group has shown that the Retinomax and SureSight can be used by trained eye care professionals, nurse screeners, or lay screeners to detect significant refractive errors.23–25

Although previous studies have evaluated detection of refractive error in preschool children using the Retinomax23–25,27–38 or SureSight,23–25,36–43 age range often varies amongst studies and the majority of studies focus on agreement between autorefraction and a gold standard measure of refraction. Few studies have performed receiver operating characteristic (ROC) curve analysis to examine the ability of NCR, Retinomax, or SureSight to detect specific types of refractive error. Because there is not complete agreement regarding the best specificity level for use in screening, ROC curve analysis is helpful to compare the...
METHODS

This is a secondary data analysis of the VIP data. The VIP study methods have been published in detail previously. The relevant methods are described briefly below.

Subjects

During the VIP Study, 3- to 5-year-old Head Start preschool children (n = 4040) were enrolled at one of five VIP clinical centers (New England College of Optometry, Boston, MA; Northeastern State University Oklahoma College of Optometry, Tahlequah, OK; The Ohio State University College of Optometry, Columbus, OH; Pennsylvania College of Optometry at Salus University, Philadelphia, PA; and University of California Berkeley School of Optometry, Berkeley, CA). The proportion of children with vision problems was enriched in the VIP Study by recruiting all children who failed the local Head Start vision screening and a random sample of children who passed the screening. The VIP Study adhered to the tenets of the Declaration of Helsinki and was approved by the appropriate local institutional review boards associated with each VIP center. Parents or legal guardians of participating children provided written informed consent/parental permission prior to testing.

Measurement of Refractive Error

Each child’s vision was screened using two tests of refraction. Testing was performed by pediatric licensed eye care professionals in mobile medical units in Phase I and by nurse and lay screeners in a school screening setting in Phase II. The VIP Study personnel were trained and certified in each procedure. In Phase 1, year 01, NCR and Retinomax (in automatic mode) (Right Manufacturing, Virginia Beach, VA) were performed. The eye care professional performed NCR using a streak retinoscope and retinoscopy lens rack or handheld trial lenses while the child watched an animated target on a video screen. The child wore retinoscopy spectacles, corresponding to the screener’s working distance, to control accommodation. In Phase 1, year 02 and in Phase 2, the Retinomax and SureSight Vision Screener (in child mode) (Welch Allyn, School Health Corp., Hanover Park, IL) were used. As part of a comprehensive eye examination, cycloplegic retinoscopy was performed on all children on a later day by a different pediatric licensed eye care professional who was trained and certified in the procedures and who was masked to the screening results. Cycloplegic retinoscopy was performed 30 to 40 minutes after instillation of drops including 1% cyclopentolate.

Definitions of Vision Disorders and Classification of Children

Results from cycloplegic retinoscopy were used to classify children with respect to the presence or absence of each type of significant refractive error. If either or both eyes had significant refractive error, the child was considered to have significant refractive error. Hyperopia and myopia were defined as greater than 3.25 D or 2.00 D, respectively, in any meridian in either eye. Children with greater than 1.50 D difference between principal meridians were classified as having astigmatism. Anisometropia was defined as greater than 1.00 D interocular difference in hyperopia (most hyperopic meridian), or greater than 3.00 D interocular difference in myopia (most myopic meridian), or greater than 1.50 D interocular difference in astigmatism. Each type of significant refractive error was further classified into a hierarchy of groups or levels of severity (Table 1).

Children were classified as a screening pass or fail based upon the child’s worse eye and using the following results for each screening test of refraction: most positive meridian for hyperopia, most negative meridian for myopia, cylinder for astigmatism, and maximum interocular difference for anisometropia.

Table 1. Definitions of Significant Refractive Errors in the VIP Study

<table>
<thead>
<tr>
<th></th>
<th>Group 1</th>
<th>Groups 1 and 2</th>
<th>Groups 1, 2, and 3</th>
</tr>
</thead>
<tbody>
<tr>
<td>Hyperopia</td>
<td>≥+5.0 D</td>
<td>&gt;+3.25 D with IOD in SE of ≥+0.5 D</td>
<td>&gt;+3.25 D with IOD in SE of &lt;+0.5 D</td>
</tr>
<tr>
<td>Myopia</td>
<td>≥6.0 D</td>
<td>≥4.0 D</td>
<td>&gt;2.0 D</td>
</tr>
<tr>
<td>Astigmatism</td>
<td>≥2.5 D</td>
<td>&gt;1.5 D</td>
<td>N/A</td>
</tr>
<tr>
<td>Anisometropia (IOD)</td>
<td>&gt;2.0 D hyperopia, &gt;3.0 D astigmatism, or &gt;6.0 D myopia</td>
<td>&gt;1.0 D hyperopia, &gt;1.5 D astigmatism, or &gt;3.0 D myopia</td>
<td>N/A</td>
</tr>
</tbody>
</table>

IOD, intraocular difference; N/A, not applicable.

performance of screening tests over the complete range of specificity levels. Using ROC analysis, Ying et al. showed that NCR, Retinomax, and SureSight had similar and high accuracy in detecting preschoolers enrolled in the VIP Study with any targeted vision disorders (amblyopia, strabismus, and significant refractive error) including the most severe conditions. However, the ability of these screening procedures to detect refractive error alone has not yet been evaluated in the VIP Study. Some screening programs may need to know the ability of a screening test of refraction to detect specific types of refractive error and significant refractive error overall because (1) prevalence and type of refractive error vary across race, ethnicity, and age, and (2) detection of specific refractive errors may vary with type of refractive error and instrument. Cordonnier and De Maertelaer used ROC curve analysis to evaluate the ability of SureSight and Retinomax to detect hyperopia greater than 3.0 dipters (D), myopia greater than 3.0 D, astigmatism greater than or equal to 2.0 D, and anisometropia greater than or equal to 1.5 D as determined by cycloplegic retinoscopy or autorefration in 98 children ages 6 months to 16.5 years. They concluded that with the use of specific referral criteria both instruments were adequate for vision screening. However, the ability of these screening tests of refraction to identify preschool children with specific types of significant refractive error has not been investigated using ROC analysis in a large group of children. The purpose of this study is to evaluate the ability of NCR, Retinomax, and SureSight to detect specific refractive errors (hyperopia, myopia, astigmatism, and anisometropia) when used by different types of screeners, among the large number of preschool children enrolled in the VIP Study.
Table 2: Frequency Distribution of Significant Refractive Error by Hierarchy

<table>
<thead>
<tr>
<th></th>
<th>Group 1 Only n (%)</th>
<th>Groups 1 and 2 n (%)</th>
<th>Groups 1, 2, and 3 n (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>VIP Phase 1, year 1, N = 1142</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Any significant refractive error</td>
<td>123 (10.8)</td>
<td>222 (19.4)</td>
<td>240 (21.0)</td>
</tr>
<tr>
<td>Myopia</td>
<td>8 (0.7)</td>
<td>13 (1.1)</td>
<td>28 (2.5)</td>
</tr>
<tr>
<td>Hyperopia</td>
<td>56 (4.9)</td>
<td>96 (8.4)</td>
<td>122 (10.7)</td>
</tr>
<tr>
<td>Astigmatism</td>
<td>64 (5.6)</td>
<td>131 (11.5)</td>
<td>131 (11.5)</td>
</tr>
<tr>
<td>Anisometropia</td>
<td>10 (0.9)</td>
<td>49 (4.3)</td>
<td>49 (4.3)</td>
</tr>
<tr>
<td><strong>VIP Phase 1, year 2, N = 1446</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Any significant refractive error</td>
<td>146 (10.1)</td>
<td>262 (18.1)</td>
<td>299 (20.7)</td>
</tr>
<tr>
<td>Myopia</td>
<td>7 (0.5)</td>
<td>9 (0.6)</td>
<td>25 (1.7)</td>
</tr>
<tr>
<td>Hyperopia</td>
<td>67 (4.6)</td>
<td>116 (8.0)</td>
<td>168 (11.6)</td>
</tr>
<tr>
<td>Astigmatism</td>
<td>82 (5.7)</td>
<td>156 (10.8)</td>
<td>N/A</td>
</tr>
<tr>
<td>Anisometropia</td>
<td>10 (0.7)</td>
<td>47 (3.3)</td>
<td>N/A</td>
</tr>
<tr>
<td><strong>VIP Phase II, N = 1452</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Any significant refractive error</td>
<td>198 (13.6)</td>
<td>337 (23.2)</td>
<td>380 (26.2)</td>
</tr>
<tr>
<td>Myopia</td>
<td>9 (0.6)</td>
<td>11 (0.8)</td>
<td>39 (2.7)</td>
</tr>
<tr>
<td>Hyperopia</td>
<td>80 (5.5)</td>
<td>124 (8.5)</td>
<td>182 (12.5)</td>
</tr>
<tr>
<td>Astigmatism</td>
<td>114 (7.9)</td>
<td>218 (15.0)</td>
<td>N/A</td>
</tr>
<tr>
<td>Anisometropia</td>
<td>19 (1.3)</td>
<td>56 (3.9)</td>
<td>N/A</td>
</tr>
</tbody>
</table>

**Statistical Analysis**

We assessed the accuracy of each screening test for detecting any significant refractive error and each type of refractive error (hyperopia, myopia, astigmatism, and anisometropia) using ROC curve analysis. The details of ROC curve analysis applied to the VIP Study data have been described previously by Ying et al. with respect to the performance of NCR, Retinomax, and SureSight in detecting preschoolers with one or more targeted vision disorders (amblyopia, strabismus, and significant refractive error). An ROC curve plots the sensitivity against the false positive rate (i.e., 1-specificity), in which each point reflects values obtained at a different cutpoint value from a continuous or ordinal measure. By calculating the area under the curve (AUC), the ROC analysis provides a summary of the discriminative ability for a screening test, and allows a quick comparison of discriminative ability among different screening tests. The AUC has a value from 0.0 to 1.0. An AUC greater than 0.9 is considered excellent, greater than 0.8 to 0.9 very good, 0.7 to 0.8 good, 0.6 to 0.7 average, and less than 0.6 poor.

Although NCR, Retinomax, and SureSight provide measures of refractive error (sphere, cylinder, and axis for NCR and Retinomax, sphere and cylinder for SureSight) for each eye, the present ROC analysis is child-specific. As in real screening settings, if either eye fails the screening, the child is referred for a comprehensive eye examination. In the VIP Study, children who had failed the Head Start vision screening were preferentially recruited into the VIP study and therefore over represented. To take the sampling weights into account in the ROC analysis, we used weighted logistic regression, with the weights calculated as the inverse sampling probability specific to each clinical center. The empirical AUC and its 95% confidence interval (CI) were then calculated using ROC analysis functions available in the Logistic Regression Procedure in SAS v9.2 (SAS Institute, Inc., Cary, NC). When the AUC was compared between screening tests (NCR, Retinomax, SureSight) or between types of vision screeners performed on the same children, the statistical method described by Delong et al. was used to accommodate the correlation between the AUC estimates. All the statistical analyses were performed in SAS v9.2 (SAS Institute, Inc.), and a two-sided P value less than 0.05 was considered to be statistically significant.

**RESULTS**

Table 2 shows the characteristics of the study population, including the number of children who met the criterion for each type of refractive error. In Phase 1, year 1, 1142 children were enrolled, in Phase 1 year 2, 1446 children were enrolled, and in Phase II, 1452 children were enrolled. In this group of children enriched for vision disorders, the proportion of children with any significant refractive error ranged from 21% to 26% (Table 2). The mean spherical equivalent (±SD) as measured with cycloplegic retinoscopy for the 8077 eyes of 4040 children was 1.41 D (±1.52 D), with a range from −20 D to +16.5 D. Spherical equivalent could not be calculated for three eyes because a sphere or cylinder measurement was not obtained.

Receiver operating characteristic curves and the areas under the ROC curve for any significant refractive error, myopia, hyperopia, astigmatism, and anisometropia are shown in Figures 1 to 5, respectively. Supplementary Tables S1 through S5 show the AUC for any significant refractive error, myopia, hyperopia, astigmatism, and anisometropia, respectively, by hierarchy (groups or levels of severity) and for each type of test and screener. For the detection of any significant refractive error overall, the AUC of each screening test was high. The AUC ranged from 0.97 to 1.00 for detecting the most severe (highest) levels of RE, and ranged from 0.92 to 0.93 for detecting any significant refractive error (Fig. 1, Supplementary Table S1). The AUCs were highest for myopia (NCR: 0.99; SureSight: 0.97–0.98; Retinomax: 0.97–0.98; Fig. 2, Supplementary Table S2), and astigmatism (NCR: 0.90–0.96; SureSight: 0.95–0.99; Retinomax: 0.95–0.99; Fig. 4, Supplementary Table S4). The AUCs were next highest for hyperopia (NCR: 0.92–0.99; SureSight: 0.85–0.94; Retinomax: 0.90–0.98), with the AUC ranging from 0.92 to 0.99 for the most severe (highest) level of hyperopia and from 0.85 to 0.94 for any hyperopia greater than 3.25 D (Fig. 3, Supplementary Table S3). The AUCs were somewhat lower for anisometropia (NCR: 0.82–0.92; SureSight: 0.85–1.00; Retinomax: 0.76–0.96), with higher AUCs for the most severe (highest) level of anisometropia (0.88–1.00) as compared with any significant anisometropia (0.76–0.91; Fig. 5, Supplementary Table S5). The Retinomax performed better than NCR for the detection of astigmatism greater than 1.50 D (AUC 0.95 vs.
The detection of hyperopia was better for NCR and Retinomax than for SureSight (AUC NCR: 0.92–0.99 and Retinomax: 0.90–0.98 versus SureSight: 0.85–0.94, \( P \leq 0.02 \) for Retinomax versus SureSight). The differences between Retinomax and SureSight reached statistical significance for all three types of screeners for one or more severity levels of hyperopia (Fig. 3, Supplementary Table S3). The detection of anisometropia was better for SureSight than for Retinomax (AUC 0.85–1.00 vs. 0.76–0.96, \( P \leq 0.07 \)), with differences reaching statistical significance for nurse and lay screeners at both severity levels of anisometropia and for licensed eye care professionals for any significant anisometropia (Fig. 5, Supplementary Table S5).

For significant refractive error overall, performance was similar for nurse and lay screeners (AUC 0.92–1.00 vs. 0.92 to 0.99), with generally small, nonsignificant differences. NCR, Retinomax, and SureSight all had very high discriminatory power for detecting children with any significant refractive error when administered by pediatric licensed eye care professionals, pediatric nurse screeners, or lay screeners (Fig. 1, Supplementary Table S1). Differences in the AUC for the detection of each type of refractive error for pediatric nurse and lay screeners also were small and generally nonsignificant.

To provide the failure criteria that maximize the sensitivity for detecting presence of any significant refractive error by each screening test, we pooled data from all VIP phases because of the similarity in the ROC across all phases and determined the sensitivities at several specificity levels ranging from 50% to 90%. The sensitivities for detecting any significant refractive error, the most severe (group 1) level of refractive error, and each specific type of refractive error are provided in Supplementary Table S6. The corresponding failure criteria for detection of any significant refractive error are also provided in Supplementary Table S6. The cutoffs for failure criteria for detecting any significant refractive error differed among screening tests, depending on the type of refractive error. For example, for detection of significant refractive error overall at 90% specificity, the referral criteria varied from \(-1.00\) D (SureSight) to \(-1.75\) D (NCR) to \(-2.75\) D (Retinomax) for myopia, from 1.50 D (Retinomax) to 2.5 D...
Second, an analysis of the VIP Study data by Ying et al. showed that both SureSight and Retinomax were useful instruments for detection of one or more targeted vision disorders for each test including the most severe conditions. Referral criteria for preschoolers with one or more targeted vision disorders plegic SureSight had similar and high accuracy in detecting anisometropia. However, the SureSight showed better detection of anisometropia than the Retinomax, indicating there was apparently more fixation targets. Identification of astigmatism was better with the Retinomax than with the SureSight, while detection of hyperopia greater than 3.25 D was very good to excellent. For hyperopia, Retinomax and NCR performed better than SureSight, while detection of anisometropia was better with SureSight than with Retinomax. Although the test distance for the SureSight is further from the child than that of the Retinomax, we found significantly better detection of hyperopia with Retinomax. Therefore, the Retinomax target may provide better relaxation of accommodation. However, the SureSight showed better detection of anisometropia than the Retinomax, indicating there was apparently more consistent accommodation between the two eyes perhaps due to either the more remote test distance or differences in the fixation targets. Identification of astigmatism was better with the Retinomax than with NCR. An association has previously been shown among hyperopia and anisometropia and astigmatism, which may in part explain the excellent performance for all three tests for detection of overall significant refractive error despite differences among the tests for detection of specific levels and types of refractive error.

These results support the conclusions of two previous studies. Specifically, Gordonnier and De Maertelaer showed that both SureSight and Retinomax were useful instruments for vision screening, with the use of unique referral criteria. Second, an analysis of the VIP Study data by Ying et al. showed that NCR, noncycloplegic Retinomax, and noncycloplegic SureSight had similar and high accuracy in detecting preschoolers with one or more targeted vision disorders including the most severe conditions. Referral criteria for detection of one or more targeted vision disorders for each test of refraction have been reported by Ying et al. This study shows similar performance of each test of refraction for the detection of specific types of refractive error and overall refractive error and adds to the findings of Ying et al., which showed comparable performance between tests for detection of significant vision disorders overall.

Each of the three tests of refraction evaluated in this study are among the best performing screening tests and each may be used as a stand-alone vision screening procedure. Because many strabismic children have significant refractive error, these screening tests of refraction identify many children with strabismus. However, a test of refraction also may be combined with a test of eye alignment/stereopsis in order to attain some improvement in sensitivity for detection of strabismus. These findings suggest that other differences such as personnel needed, ease of use/interpretation, cost, and testing time may be considered in selecting which of these tests to use for screening. Both Retinomax and SureSight may be performed by eye care professionals, trained nurses, or lay screeners, while NCR requires more extensive training. Differences in the detection of significant refractive error between pediatric nurse and lay screeners were small. However, it is important to note that these results apply to the use of these tests of refraction by comparably trained personnel. Software is available for the SureSight (when the minuscule cylinder format) which incorporates the VIP referral criteria (School Health Corp.) and displays an asterisk on the printout for each child who meets the VIP referral criteria, thus facilitating interpretation of the results. Manual interpretation of Retinomax results is needed as similar software is not available.

Noncycloplegic retinoscopy, Retinomax, and SureSight have been shown to perform somewhat better than screening tests of monocular acuity for detection of one or more visual disorders, the most severe visual disorders and significant refractive error. Because the recommended vision screening for children is frequently a screening test of monocular acuity alone, future research should compare the sensitivities of screening tests of monocular acuity alone with that of screening using combinations of tests (i.e., one of the best tests of monocular acuity and one of the best tests of refraction) in order to determine whether adding a screening test of noncycloplegic refraction to a test of monocular visual acuity improves detection of visual disorders including significant refractive error. The strengths of this study include the standard training of screeners and application of screening protocols and standardized cycloplegic refractive error measurements performed by study-certified optometrists and ophthalmologists on all participating children. In addition, VIP Study participants were Head Start preschool children who were geographically, racially, and ethnically diverse. The enriched sample over representing preschool children with vision disorders provided a large number of preschool children with significant refractive error. However, a limitation of the study is the small number of children with myopia. Although children recruited to participate in the VIP Study include a higher percentage of children who failed an initial Head Start screening, and were thus more likely to have vision disorders, the analysis of detection of refractive error overall and for specific types of refractive error by NCR, Retinomax, and SureSight is generalizable to other preschool children.

In conclusion, AUC was excellent for the most severe (highest) levels of each type of refractive error and very good to excellent for the detection of any significant refractive error. Each test had a very high power for detecting preschool children with any significant refractive error.
Acknowledgments

The authors thank Velma Dobson, PhD, who passed away in 2010, for her invaluable contributions to the VIP Study.

Supported by National Eye Institute/National Institutes of Health NIH Grants U10EY12644, U10EY12547, U10EY12545, U10EY12550, U10EY12534, U10EY12647, U10EY12648, and R21EY018908. The content is solely the responsibility of the authors and does not necessarily represent the official views of the National Institutes of Health.

Disclosure: M.T. Kulp, None; G.-S. Ying, None; J. Huang, None; M. Maguire, None; G. Quinn, None; E.B. Ciner, None; L.A. Cyert, None; D.A. Orel-Bixler, None; B.D. Moore, None.

References

34. Liang CL, Hung KS, Park N, Chan P, Juo SH. Comparison of measurements of refractive errors between the hand-held


APPENDIX

The Vision in Preschoolers Study Group

Executive Committee: Paulette Schmidt, OD, MS (Chair); Agnieszka Baumritter, MA; Elise Ciner, OD; Lynn Cyert, PhD, OD; Velma Dobson, PhD; Beth Haas; Marjean Taylor Kulp, OD, MS; Maureen Maguire, PhD; Bruce Moore, OD; Deborah Orel-Bixler, PhD, OD; Ellen Peskin, MA; Graham Quinn, MD, MSC; Maryann Redford, DDS, MPH; Janet Schultz, RN, MA, CPNP; Gui-shuang Ying, PhD.

Participating Centers

AA, administrative assistant; BPC, back-up project coordinator; GSE, gold standard examiner for comprehensive vision examinations; LPS, LEP screener; LS, lay screener; NS, nurse screener; PI, principal investigator; PC, Project Coordinator; PL, parent liaison; PR, programmer; VD, van driver; NHC, nurse/health coordinator.

Berkeley, CA: University of California Berkeley School of Optometry

Deborah Orel-Bixler, PhD, OD (PI/GSE/LPS); Pamela Quailley, MA (PC); Dru Howard (BPC/PL); Lempi Miller Suzuki (BPC); Sarah Fisher, PhD, OD (GSE/LPS); Darlene Fong, OD (GSE); Sara Frane, OD (GSE/LPS); Cindy Hsiao-Threlkeld, OD (GSE); Selim Koseoglu, MD (GSE); A. Mika Moy, OD (GSE); Sharyn Shapiro, OD (GSE); Lisa Verdon, OD (GSE); Tonya Watson, OD (GSE); Nina Friedman, OD, MS (LPS); Jennifer Seino, OD (LPS); Sean McDonnell (LS/VD); Erika Paez (LS); Darlene Sloan (LS); Evelyn Smith (LS); Leticia Soto (LS); Robert Prinz (LS); Joan Edelstein, RN (NS); Beatrice Moe, RN (NS).

Boston, MA: New England College of Optometry

Bruce Moore, OD (PI/GSE/LPS); Joanne Bolden (PC); Sandra Umana (PC/LS/PL); Amy Silbert (BPC); Nicole Quinn, OD (GSE/LPS); Heather Bordeau, OD (GSE); Nancy Carlson, OD (GSE/LPS); Amy Croteau, OD (GSE); Mickey Flynn, OD (GSE); Barry Kran, OD (GSE); Jean Ramsey, MD (GSE); Missia Suckow (GSE/LPS); Erik Weissberg, OD (GSE); Daniel Kurtz, PhD, OD (LPS); Daniel Laby, MD (LPS); Stacy Lyons, OD (LPS); Marthedala Chery (LS/PL); Maria Diaz (LS); Leticia Gonzalez (LS/PL); Edward Braverman (LS/VD); Rosalyn Johnson (LS/PL); Charlene Henderson (LS/PL); Maria Bonila (PL); Cathy Doherty, RN (NS); Cynthia Peace-Pierre, RN (NS); Ann Saxbe, RN (NS); Vadra Tabb, RN (NS).

Columbus, OH: The Ohio State University College of Optometry

Paulette Schmidt OD, MS (PI); Marjean Taylor Kulp, OD, MS (Co-Investigator/GSE/LPS); Molly Biddle, MA (PC); Jason Hudson (BPC); Melanie Ackerman, OD (GSE); Sandra Anderson, OD (GSE); Michael Earley, OD, PhD (GSE/LPS); Kristyne Edwards, OD, MS (GSE/LPS); Nancy Evans, OD (GSE); Heather Gehhart, OD (GSE/LPS); Jay Henry, OD, MS (GSE); Richard Hertle, MD (GSE); Ann Hickson, OD, MS (GSE/LPS); Jeffrey Hutchinson, DO (GSE); LeVelle Jenkins, OD (GSE/LPS); Andrew Toole, OD, MS (GSE); Sherry Crawford, OD, MS (LPS); Kathy Reuter, OD (LPS); Keith Johnson (LS/VD); Richard Shoemaker (VD); Rita Atkinson (LS); Fran Hochstedler (LS); Tonya James (LS); Tasha Jones (LS); June Kellum (LS); Denise Martin (LS); Christina Dunagan, RN (NS); Joy Cline, RN (NS); Sue Rund, RN (NS).

Philadelphia, PA: Pennsylvania College of Optometry

Elise Ciner, OD (PI/GSE/LPS); Angela Duson (PC/LS); Lydia Parke (BPC); Mark Boas, OD (GSE/LPS); Shannon Burgess, OD (GSE/LPS); Penelope Copenhagen, OD (GSE/LPS); Elsie Francis, PhD, OD (GSE/LPS); Michael Gallaway, OD (GSE/LPS); Sheryl...
Menacker, MD (GSE/LPS); Graham Quinn, MD, MSCE (GSE/LPS); Janet Schwartz, OD (GSE/LPS); Brandy Scombordi-Raghu, OD (GSE/LPS); Janet Swiatocha, OD (GSE/LPS); Edward Zikoski, OD (GSE/LPS); Jennifer Lin, MD (GSE); Leslie Kennedy (LS/PL); Rosemary Little (LS/PL); Geneva Moss (LS/PL); Latricia Rorie (LS); Shirley Stokes (LS/PL); Jose Figueroa (LS/VD); Eric Nesmith (LS); Gwen Gold (BPC/NHC/PL); Ashanti Carter (PL); David Harvey (LS/VD); Sandra Hall, RN (NS); Lisa Hildebrand, RN (NS); Margaret Lapsley, RN (NS); Cecilia Quenzer, RN (NS); Lynn Rosenbach, RN (NHC/NS).

Tahlequah, OK: Northeastern State University College of Optometry

Lynn Cyert, PhD, OD (PI/GSE/LPS); Linda Cheatham (PC/VD); Anna Chambless (BPC/PL); Colby Beats, OD (GSE); Jerry Carter, OD (GSE); Debbie Coy, OD (GSE); Jeffrey Long, OD (GSE); Shelly Rice, OD (GSE); James Dunn, OD (LPS); Elisabeth Harrington, OD (LPS); Leslie Trimble, OD (LPS); Shelly Dreadfulwater, (LS/PL); Cindy McCully (LS/PL); Rod Wyers (LS/VD); Ramona Blake (LS/PL); Jamey Boswell (LS/PL); Anna Brown (LS/PL); Jeff Fisher, RN (NS); Jody Larrison, RN (NS).

Study Center, Columbus, OH: The Ohio State University College of Optometry

Paulette Schmidt, OD, MS (PI); Beth Haas (Study Coordinator).

Coordinating Center, Philadelphia, PA: University of Pennsylvania, Department of Ophthalmology

Maureen Maguire, PhD (PI); Agnieszka Baumritter, MA (Project Director); Mary Brightwell-Arnold (Systems Analyst); Christine Holmes (AA); Andrew James (PR); Aleksandr Khvatov (PR); Lori O’Brien (AA); Ellen Peskin, MA (Project Director); Claressa Whearry (AA); Gui-shuang Ying, PhD (Biostatistician).

Bethesda, MD: National Eye Institute

Maryann Redford, DDS, MPH.

Advisory Committee (Voting Members)

Roy Beck (Chair); Susan Cotter, Jonathan Holmes; Melvin Shipp; Sheila West.